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Kaken Test Cemter ccvau meosronarcs reowsanion

2-5-19, Edobori, Nishi-ku, Osaka,550-0002/ Japan

Tel: +81-(0)6-6441-0399, Fax: +81-(0)6-6441-6803

Kaken Test Center is formerly named as “Japan Synthetic Textile Inspection Institute Foundation(JSTIIF)”".

Test Report No. : 0S-15-084262

No.1/2

Date : April 4, 2016
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TEST REPORT
Requested MARUSYO SANGYO Co.,Ltd.
Test Sample : Metal Plate 1 Sample
Test Items : Antibacterial activity
Received : March 28, 2016

This is to report that the results of laboratory test applied on the sample are as follows:

1. Test Results

1. Staphylococcus aureus
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Sample name

Common logarithm
for the number of bacteria
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bR e After 24h incubation

Antibacterial
activity value

M-Clean Type:AB-1

= <-0.20

>4.7

Control sample'

4.01 4.53
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Sample name

Common logarithm
for the number of bacteria
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activity value

M-Clean Type:AB-1

== <-0.20

>6.1

Control sample”

4.05 5.94

3. Pseudomonas aeruginosa [ [] []
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[mr{led1ate13_/ After 24h incubation
after inoculation
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activity value
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4.34 3.81

Kaken Test Center

GENERAL INCORPORATED FOUNDATION
Lab Address: 2-5-18, Edobori, Nishi-ku, Osaka
550-0002/ Japan

Tel: +81-(0)6-6441-0399

Fax: +81-(0)6-6441-6803

(To be continued on No.2/2)

Any copying or replication of this report to or for any other person or entity, or use of our
name or trademark, is permitted only with our prior written permission. This report sets
forth our findings solely with respect to the test samples identified herein. The results
set forth in this report are not indicative or representative of the quality or characteristics
of the lot from which a test sample was taken or any similar or identical product uniess
specifically and expressly noted
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抗菌活性率 100%
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抗菌活性率 100%
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抗菌活性率 100%
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抗菌性試験結果
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2-5-19, Edobori, Nishi-ku, Osaka,550-0002/ Japan
Tel: +81-(0)6-6441-0390, Fax: +81-(0)56-6441-8803

Test Report No. : OS-15-084262
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TEST REPORT
(continued from No.1/2)

4. Enterococcus faecalis D00 000000000000

No.2/2

Date : April 4, 2016

gt 100%

Common logarithm
for the number of bacteria

Antibacterial

Sample name

[mn.led1atei)_f Afier 24k ifcubation activity value
after inoculation
M-Clean Type:AB-1 - <-0.20 >4.6
Control sample’ 4.28 4.47 —

" The polyethylene film was used as a control sample.
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2. Test Method: JIS Z 2801:2010,5., Modified

Test Bacteria : Staphylococcus aureus NBRC 12732

Escherichia coli NBRC 3972

Pseudomonas aeruginosa NBRC 3080
Enterococcus faecalis  NBRC 3989

3. Sample:

Sample Omitted

Kaken Test Center General Incorporated Foundation

Period.

Kaken Test Center

GENERAL INCORPORATED FOUNDATION
Lab Address: 2-5-19, Edoberi, Nishi-ku, Osaka,
550-0002/ Japan

Tel: +81-(0)6-6441-0399

Fax: +81-(0)6-6441-6803

Osaka Laboratories

Biological Test Laboratory

Inspector : \/%’ \g‘ ﬁ%k /%' GA

T.Nakasone

Any copying or replication of this report to or for any other person or entity, or use of our
name or trademark, is permitted only with our prior written permission. This report sets
forth our findings solely with respect to the test samples identified herein. The results
set forth in this report are not indicative or representative of the quality or characteristics
of the lot from which a test sample was taken or any similar or identical product unless
specifically and expressly noted.
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抗菌活性率 100%
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抗菌性試験結果
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試験方法
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- AR 7 1 /L & : Severe acute respiratory syndrome coronavirus 2 (SARS-CoV-2)
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(#£ 2) PFU : plaque forming units

(BRI - BE [M] =1.0)

- #BE T A /LR : SARS-CoV-2 NIID 4Bffk ; JIPN/TY/WK-521 (ESFRESERFZERT X 0 25 5)
- R 7 A L A ERTEIRE ¢ 6.0 x 104 PFU/mL

2) — 2
2) —1 7 A A AD . "
Bk s MLOBZ R R
1 @ A L AR (PFUAML) ¢x HIE
R xR E
AN TR G 4 2.77
M- U —> AB-1(MT-1) %385 Fl: 278 [pRYA

Pev i LilRIEE & 2%FBS @ DMEM T 10 fEfART5Z Lick b,
MEOREEZZ T TIZV AV ARBRMHENTEHZ L 2HA LT

(Etip e SED
2—1) MlamEE: EL

2—2) UA L A~OMORE MR

lg(HEMN T 3K D 7 o L Z Il (PFUML)) — lg(nT38o 7 1 L 2 @il (PFUML) <05

* ZoWmE#HE, BHORBHCHTIRBMRETHY . oy FEEOSEERIET S LOTIEHY £EA,
*  AREEEOSE T Mo MR A E < s LET,




R OmMEEEE i 4 JL AR ER

A1 IV R AR
Z0

INA AT Z 1) VEZEFR

INAAT=ZRIVIIN—T

Tel: 03-5875-7271
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Japan Food Research Laboratories
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FR Accredited by the Japanese Government

52-1 Motoyoyogi-cho, Shibuya-ku, Tokyo 151-0062, Japan
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No. 20031056001-0201 1/1

000 Date issued: March 24, 2020
CERTIFICATE OF ANALYSIS

Client: MARUSYOSANGYO CO., LTD.
171 Tajimacho, Sanoshi, Tochigi, 3270031, Japan.

Sample name: Photocatalyst M-Clean, AB-1

Received date: March 13, 2020

This is to certify that the following result(s) have been obtained from our analysis on the above-mentioned sample(s) submitted

by the client.

Test Result(s)
Test Item Result QL N M

Speciifilcationskforalmplements B il M i et T e 1
Containers and Packaging <Synthetic
Resin>

Genenall s tandands i b e L o AT e

Nateriial sktectiin: i b s e R R T T

CadmitinrandEleadie s e e e e L e

Cadmium R EEE Result not obtained OO O - 2
Lead U Result not obtained O OO - 2
Elution test T T e R A 3
Heavy metal EREEELE Conformable B
Quantity of KMnOs consumed Conformable (Not more than -
0000000000000 0.5 pe/ml) 00 (0.5ug/mi0 0 0
QL: Quantitation limit N: Notes M: Method

Notes
1:Notification No. 370 (1959) “Specifications and Standards for Foods, Food Additives, etc.,” issued by the

Ministry of Health and Welfare. Type: used at the temperature not exceeding 100 °C.

2:The result was not obtained because of obstacles originated from the sample

3:The sample spread on a glass plate was used for the test.
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Signed for and on behalf of JFRL

7 Clrar Moy 24, 2020

Takeko Arai Date
Section of Analysis Documentation
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カドミウム
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重金属類
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タイプライターテキスト
鉛

m-5
タイプライターテキスト
非検出

m-5
タイプライターテキスト
非検出

m-5
タイプライターテキスト
適合

m-5
タイプライターテキスト
過マンガン酸カリウム消費量

m-5
タイプライターテキスト
適合(0.5μg/ml以下）

m-5
タイプライターテキスト
1.食品,添加物等の規格基準・器具又は容器包装の規格試験法（1959年 厚生労働省告示 第370号）、
   種類、使用時に100℃を超えないもの。
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分析書
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